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Homep ceptucpnkata  002071-3486-26 [arta kannbposku 29.11.2023 CtpaHvua 1 w3 2 |
Certificate number Date when calibrated Page of )

O6bexT kKanMbpoBsku MynsTumeTp Keithley 2001, 3aB.Ne 1056673, us coctasa DMS-1000

Item calibrated -
3akasuuk depepanbHoe rocyaapcTBeHHOE aBTOHOMHOE obpa3soBaTenbHoe yypexaeHue =
Customer BbicLLEro o6pasoBaHus "Ypanbckuil heaepanbHblil YHUBEPCUTET UMEHU NepBoro |-
MpeanpeHTa Poccumn B.H.EnbumHa", HH 6660003190 )
MecTo nposeaeHus r. EkatepuHGypr, yn. Kynbbiwesa, 4. 48 3“
Location o
3

MeTop kannbposku MK 236-262-2017 FCU. MynbTumeTpbl umdposbie. MeToanka kanubposku 3

E

Method of calibration

Kanubposka
BbINONHEHa

C noMouWbK
Calibration is performed using

Ycnosus kanubpoBku
Calibration conditions

KaTywka anekrpuyeckoro conpotusneHuns P331 Ne 152818, ceptudukar ;
kanu6posku Ne 131392/2023 go 02.10.2024 r.; &
KaTywka anekrpudeckoro conpotusneHuns P331 Ne 103394, ceptudumkar
kanubposku Ne 131402/2023 po 02.10.2024 r.;
KaTyweka anektpuyeckoro conpoTtusnexus P331 Ne 033721, ceptudukar
kanubposku Ne 131409/2023 pno 02.10.2024 r;
KaTywka anektpuyeckoro conpotuenenus P331 Ne 129422, ceptucukat
kannbposkn Ne 131396/2023 no 02.10.2024 r. @

Temnepartypa okpyxatowen cpeabl 22,6 °C; oTHoCMTENbHasA BNaXHOCTb Bo3gyxa |
43,2 %

Naraseinaun  30.11.2023

Date of issue

A. A. Axmees, 3a8.
otaenom 26
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CepTudukaTt kannbposku
Calibration certificate
Homep ceptudmkaTta 002071-3486-26 CtpaHnuya 2 wum3 2

Certificate number Page of

PeayanaTbl KanVI6pOBKM, BKNo4Yaa HeonpeneneHHoCTb
Calibration results including uncertainty

Tabnuua 1 — PesynbTaThl kanmbpoBkK, BKNOYaA HeoNpeaeneHHoCTb

Kanubpyemas otmeTka, Om 100 1000 10000 100000
CpenHee usmepeHHoe 3HaveHue, Om 100,0018 1000,00017 10015,328 | 100579,113
PaclmpeHHas HeonpeaeneHHocTb, % 0,0003 0,00020 0,0004 0,003

PacliuperHas HeornpedeneHHoCmb roslydeHa Mymem yMHOXeHusi cmarxdapmHol HeorpedeneHHocmu Ha KoagpghuyueHm oxeama k = 2
coomeemcmeyrowezo ypoeHio dosepusi npubnuzumesnsHo paeHomy 95 % npu OonyuwleHuu HopmanbHozo pacripedenieHus. OueHueaHue
HeonpedeneHHoCMU nposedeHo e coomseemcmeuu ¢ «PykogodCmeoM Mo ebipaxeHulo HeonpedeneHHocmu usmepeHul» (GUM). Pesynsmamsi
KanubposKU OMHOCAMCS MOLKO K yKazaHHOMY 06bexkmy Kanubposku. Hacmosuul oKyiseHm He Moxem Bbimb 80CNPOU36e0eH MOTHOCMbIO Unu
yacmuyHo 6e3 coanacosaHusi ¢ YHUUM — cpunuanom @Y « BHUAM um. [.1. MeHde.1ee 3a».

The expanded uncertainty is obtained by multiplying the combined standard uncertainty by a coverage factor k = 2 corresponding to a confidence

“| interval of approximately 95 % assuming a normal distribution. The evaluation of uncertainty is conducted according to the “Guide to the expression

of uncertainty in measurement” (GUM). Calibration results applies only to the specified calibration item. This document or any parts of it cannot be

: reproduced without the consent of UNIIM - Affiliated Branch of the D.I.Mendeleyev Institute for Metrology.
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MpvnoxeHue MpoTokon kannubpoeku Ne 3486 oT 29 HoAbpsa 2023 r. Ha 1 NUCTe, KOTOpPbIN
Appendix ABNSAETCSH HEOTHLEMMEMO YaCTbio HACTOSALLEro cepTudukaTa kKannbposku.
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Mognucb pykosBoauTeNs noapasaeneHus A.A. Axmees, 3aBeayowmin 0TAeNoM
Signature of the head of the department / \\j e

Moanuch Nuua, BbiNOMHUBLLErO Kanubposky f% A.[. MNMumeHos, Ctapwuin nHXeHep
/' .

Signature of the person who has performed calibration
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